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Varovani pred vybusnym materialem.
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Varovani pred  hoflavy latky.
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Vyrobek nesmi byt otevien neboupraveny nebo
s.

Oznacuje teplotni limity, pfi kterych mdiZe vyrobek
skladovany, prepravovany nebo
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Popis

soucasti

DD120, DD130,
Lokatory DD175
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0016742_001

panel Zobrazeni

Obsahuje provozni ovladaci prvky.

Reprodukt

(vnitfni montaz vlevo a vpravo )

Aktivni pFi zapnuti a pfi detekci signalu

obra

Spoust

Stisknutim a podrzenim spousté aktivujete funkci Loc-
Mode

Uvolnénim spousté deaktivujete.

Uvolnéni poklopu baterie

Stisknutim uvolfiovaciho tladitka se baterie odemkne.
tery poklop umoznujici pristup ke konektoru baterie
cast.

Pfihradka na baterie

6 x Pouzivaji se alkalické baterie LR6 (AA).
Vymeénte vsechny baterie, kdyZ je to uvedeno.
Noha

Patku pouzdra lze vyménit, pokud je opotrfebovana.
Kontaktujte svou agenturu nebo spolecnost Leica
autorizovana servisni dilna.

Hon {2dz6t 40 @eaNftl 68 arayt tdz
Description
of transmitter
components
a Accessory compartment
b  Connection socket
C 4 x LR20 alkaline batteries
compartment
d Signal transmitter keyboard
e Speaker
f  Induction arrow
D
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DD120, DD130,
DD175 panel over-
view

ditions.
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a Signal Strength Indicator
Indicates the response of the Locator
to a signal (utility).

b Mode Indicators
Displays the selected mode: Power,
Radio, 8 kHz, 33 kHz, Auto, (512 Hz
and 640 Hz on DD130 and DD175).
As shown, from bottom to top.

¢ Function Button
Selects operating mode.

d Light Sensor
Automatically switches the displays
backlight on or off to suit light con-
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1. Stisknéte a podrzte spoust, dokud se neobjevi slova SET
se zobrazi na displeji.

2. Poté stisknéte a podrzte tFabikoni klavesa
Pét sekundy.
Lokator je nyni mozné obsluhovat.

Normalni

1. Stisknutim a podrzenim spousté zapnete a
Spustte lokator.

2. Uvolnénim spousté lokator vypnete.
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aveni - 1. Zapnéte lokéator.

2. Ujistéte se, Ze je lokator v rezimu napajeni.
V pfipadé potreby vyberte rezim stisknutim funkéniho tlacitka.

3. Stisknéte tlacditko i, dokud se nezobrazi uzivatelska nastaveni v
odecet na displeji.

Stisknutim funkéniho tlacitka prepnete na pozadované nastaveni.

Stisknutim tlacitka i vyberte nastaveni.

Stisknutim funkéniho tlacitka aktivujete/upravite.

N|o vk

Stisknutim tlacitka i ulozite a ukondite.
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I Nebezpecnd zdéna je zapnuta.
/ Nebezpecnd zéna zapnuta a je alarmujici.
~ 7

@ Nebezpecna zdna je vypnuta.

odn WE1 YyIE2NlG ytaanNee
LYRA{FG2N) amaz2y2alz2Ld LYF2NXYIFOS yI S«
Audio vystup Zapnuto po celou dobu

posloupnost

Indikovana sila signalu Prochazi v

ator sekvence jednou
Indikatory rezimu Kratce osvétleny
Ikony indikatora Kratce osvétleny
Indikator baterie Zapnuto po celou dobu

posloupnost
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Jak vybrat Stisknutim funkéni kldvesy na klavesnici lokatoru vyberte vyhledavani

rezim rezim.

Dostupné

rezimy
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T itter k
ransmitter keyboard Power key

a

b  Power Output key and LED
indicators

¢ Induction Mode LED indicator

d Connection Mode LED indic-

ator
e Frequency key and LED indic-
ators
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5.2 How to Trace a Utility
Tracing process 1. Pinpoint a utility by finding the peak reading.
The peak reading is found when the locator o
is positioned directly over a utility and at 90° =72
to it. \_\
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2. Rotate the Locator around its axis until the
signal strength indicators are at a minimum.

3.  When the signal strength indicators are at a
minimum, the blade of the locator is in line
with the utility and indicates its direction.

nnnnnnn

4. Trace the route of the utility by repeating c
the following process: (3
«  Pinpoint the utility. o N
+  Determine the direction of the utility. / &T{_.

»  Follow the direction of the utility.

5.3 How to Conduct a Sweep Search
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1. Set the locator to Power mode. : :N\1§SG$ ytaiNee Gr1z O
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== Ensure that the locator is held upright
and close to the ground. Take care not
to swing the locator.
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2. Cross the site from left to right until the
defined area is covered. hild 1dz2GS LINRPOSA Kf SRty
"1ftARdzd t 21N} 6dz20S @ I
LIN2 OSadzZz R271dzR ySodzRS
RSGS 120ty aradaytt ySoz2
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buried utilities which may be
close to the surface.
5. Set the locator to Radio mode and
p®n t 2dzOA & QGeaNtl 6S @ AyRdzZ16yNY NBO
p®n dwm hoSOYyS AYyTF2NX¥I OS
LYRdzZl 6y N NBOALYYRdzl OS 2S5 NEBOKfié | 2SRy2RdzOKé 1 LJAazozx 21l 1
Fal AO1SK2 LInjALR2SYN | yNo +8aNfl 6 LR2dONGt O

L LIX ALl OS oM



25942 001 - —

t N} Odz2S | fSalLl2z mn Ykoo al2L) 2R @@ aNft I 6
LINfNLI RS L} {nSoeé LINSYNaAadSGS geaNtl 6o

"6Ayy2alt @ri1oe 2SS ySeft SLION LA oo {11

{A3ytt a8 YAOS (I 1S FLXA128I0G Yy 2AyS dz

282A0K Kf2dzoO0S | &YSNUzo
| KOBASLINERf 2dzOA G OA@2iy2ad ol GSNAS | &y)
a2dzaSRYN aNGSs ayArAOGS gealddzly N ardyt f d
2NaStye AYyRA(LHG2NI OLmA6l1 e 1S LIRddzONG | 21
laf AlGF & YFEAYHEYN K2Ry2(2dz 25 2008&1t §
YySYdz LInjNYZ2 LInjAlLRR2Syl @&

>

{41 Rl NRgnmte nhilOSa LINE Ay Rdz] 6 NBOAY
12rAaGsSGsS asSz 0SS 2a SBPSOKYe LINBLR22 G ON
1-0St e S

o) yééz LINjN & ¢ al@N 2RaiGN}ySye
LnjaALzeSy2 | gNeR@Sz yloAa
oFGSNRS 2SS R2adldS6yt @

0 H LLEALEO



Select the required power output and
frequency.

Place the transmitter over the utility with
the arrows running in line with the sus-
pected direction of the utility.

The internal aerial directly induces the
tracing signal onto the utility.

- ——_

Set the locator to the required Signal
Transmitter frequency.

0016797.001

Using the Sweep Search process, search
the work area until either a signal is
detected or you are satisfied that the
area has been adequately tested.
Refer to 5.3 How to Conduct a Sweep
Search.
Trace a utility as required. Refer to 5.2
How to Trace a Utility.
Maintain a distance of
10 m/33 ft from the transmit-
ter to avoid airborne signals
and a decline in the search
process. Reposition the trans-

@ LINNLI RS LIRGnSoe

,,-_—_«2_’/10 m /33 ft
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5.4.2

Indukcni rezim: Metoda nulling-out
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1. Position the locator over the utility with
the highest numeric signal strength. ﬁ
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2. To confirm that the transmitter and the
locator are on the same utility, place the
signal transmitter upright and directly
over the utility.

5 Either the speaker or the con-
nection socket should be on
the ground.

25944.001

3. If the transmitter and the locater are on
the same utility, the Numeric Peak Indic-
ator on the locator significantly

decreases.
2NaStyeée AYRAQLLG2NI OLIAG6 e yIF 21t d2NHz €1 S
LR2Ke&odz2iS @GeaNftlI6SY R2ftS@F ySo2 R2LNI Ol
20N T200S t21FEATFOS t21t02NHz yST 20N T N
bnnnb®
4. Using the Sweep Search process, search
the work area to identify previously hid- —
den utilities. Gy
=" Pinpoint and trace utilities

< ).5’/,1','0m133ﬂ
i

until you are satisfied that
the area has been adequately
tested.

5.4.3 Induction Mode: Parallel-Sweep Method
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Person operating the transmitter:
Hold the transmitter close to the ground
with the arrows on the lid vertical and
with the lid facing the person who oper-
ates the locator.

Person operating the locator:
Position the locator at a minimum dis-
tance of 10 m/33 ft away from the onesrs 0o
transmitter.

Both persons:
Start walking parallel to each other.
= The tracing signal is induced
directly onto the utility and
indicated on the locator.

position of a utility with marker paint,
pegs, flags or something similar. ot

= Never drive pegs into the

+ LIjNi2Yy2ae RS(S120I{iStySK2 ytaiaNepasS f
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Pinpoint a Utility and 5.2 How
to Trace a Utility.

4. Turn through 90 © and repeat the pro-
cess.

5= Pinpoint and trace utilities until you are satisfied that the area has
been adequately tested.

5.4.4 Induction Mode: Radial-Sweep Method
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== Pinpoint and trace utilities until you
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Rezim primého pfipojeni

1. Zapojte sadu kabell vysilace do
pripojovaci zasuvka.
2. Ujistéte se, Ze pod nejsou zadné inZenyrské sité,

zemnici kolik do zemé a kon-

pripojte ¢erny kabel k uzemnovacimu koliku.
Pro vétsi bezpecnost doporucujeme @
opravte tlaceni zemského koliku
do zemé pod dhlem Q

45 stupné.

Pro nejlepsi vykon, pozici
zemnici kolik a ¢erny kabel
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Turn on the transmitter.

= Ensure that the Connection
Mode LED indicator is on and
the battery level is adequate.

25937001

Select the required frequency and power
output.

To indicate that the tracing signal
reaches a good level, the Power Out-
put LED indicator and the audible tone
change from pulsed to continuous.

25935 001

Set the locator to the required Signal ;
Transmitter frequency. g )@
AN S—]

At a distance of 5 m (16 ft) to the con-
nection point, circle around the connec-
tion point. : =
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pdc WIE 1 LI2dzZONGI G &i2L120d2dz (&6

pdc dm hoSOYyS AYyF2NXIOS
t 2 LA A ¢NF OS w2R 2S5 dzOAi(120e &t SR20I ON LINR&GNnSRS| =
LRGNz N ySo2 1FyFrtATEFEOS 2 YIfSY LINAYSNHzd aé
LR GNHzo N yS62 @ NBOAYdz {2yRS LINE yI fSISyN dzC

I -
soucasti a Sonde - Pomoci reZzimu Sonde sonda
pomaha urcit koncovy bod
stopova tyc.
b Rade-Ohebny skelné vidkoplasténa tyg,
ktery obsahuje médéné draty pro pripojeni
Vede signal. Pfi pouziti rezimu Céara se zobrazi
Rod pomaha sledovat trasu sluzby.
c Pripojovaci svorky — Pouziva se ke
To vse je nutné k vysilaci signalu.
d Ram - Domy ohebnyprut. MUze
| pouziva se v obou vertikalnich (jako na obrazku)
asens ¢ a horizontalni orientace.
pdc ®H +2Kf SRt YN dzef Alleé LRY2ON GNIOS (ed6S
Using the trace rod in 1. Insert the rod into the pipe until the
Line mode desired length is in place. l
2. Plug the transmitters cable set into the
connection socket.
3. Ensuring that no utilities are below, push
the Earth Pin into the ground and con-
nect the black cable to the Earth Pin.
= For more safety, we recom- @
mend pushing the Earth pin
into the ground at an angle of
45 degrees. L_)
= For best performance, position "
the Earth pin and black cable
D
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LR gKfSY cdon aidGdziz4& | LR RST nStSYdz &
NRT @2RYyS aNGSo
4. Connect the red cable to the positive (+) =

terminal on the trace rod.

i
0024328001 [

5. Turn on the transmitter.

5 Ensure that the Connection 50 ../
Mode LED indicator is on and ) =

the battery level of the trans-

= Dar | [—
mitter is adequate. o q(i l,,'ﬁ

25937 001

6. Select the required frequency and power
output.
To indicate that the tracing signal
reaches a good level, the Power Out-
put LED indicator and the audible tone
change from pulsed to continuous.

25935001

7. Set the locator to the required Signal
Transmitter frequency. A
8. Sweep the area until a signal is detected.

Pinpoint and trace the utility.
= Use the Numeric Peak Indic-
ator to identify the exact posi-
tion of the rod. The position is
typically indicated by the max-
imum value.

0016812 001
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Insert the rod into the pipe, duct or con-
duit until the desired length is in place.

14356.001

Plug the transmitters cable set into the
connection socket.

Connect the red cable to the positive (+)
terminal on the trace rod. Connect the
black cable to the negative (-) terminal.

AW
i 4
14359.002 ﬂ

Turn on the transmitter.

= Ensure that the Connection
Mode LED indicator is on and
the battery level of the trans-
mitter is adequate.

25937.001

Select the required frequency and power
output.

To indicate that the tracing signal
reaches a good level, the Power Out-
put LED indicator and the audible tone
change from pulsed to continuous.

Set the locator to the required Signal
Transmitter frequency.

' LX ATl OS
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Pfipojeni ke kabelu
uzitek

1. Pripojte zastrcku vysilace
svorka k vysilaci.

—
2. Otevrete Celisti vysilace tframp
a umistéte jej kolem energetické spolecnosti,
Vysledov
Ujistéte se, Ze jsou celisti zcela
zasnoubeny
O
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