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Installation Guide: Mounting the Holder on the Locator 
 

 
 
 
Required Tools 

• Torx screwdriver (size T20) 

• Two screws (included in the kit) 

 

Installation Steps 
Step 1: Remove the Existing Screws 

1. Using a T20 Torx screwdriver, carefully unscrew the two upper screws from the device. 

2. Store the screws safely in case they are needed later. 

Step 2: Attach the New Holder 
3. Position the new holder onto the designated mounting area, aligning it with the pre-drilled holes. 

4. Insert the provided screws through the holes in the holder. 

Step 3: Secure the Holder 
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5. Tighten the screws using the same screwdriver, ensuring they are firmly secured without 
overtightening (we do suggest using 70 Ncm / 0.7 Nm torque value). 

6. Check that the holder is stable and properly attached. 

Step 4: Attach the Accessory 
7. Slide the Leica FLX100 plus into the newly mounted holder until it clicks into place. 

8. Ensure it is securely locked before use. 

Final Check 
• Gently shake the device to verify that the holder and accessory are firmly attached. 

• If necessary, slightly tighten the screws to ensure stability. 

Your holder is now successfully installed and ready for use!  
 

 
 
 


